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MISSQURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY RECEIVED
BREATH ALCOHOL PROGRAM By Carol Day at 8:55 am, Jun 09, 2015
INTOX EC/IR II MAINTENANCE REPORT REPOAT K3

Completa this report at the Eime of the regqular monthly preventlve maintenance check {(not to exceed 35
days}, Complete this report whenever the instrument is smerviced or repaired and whenevexr it 1s placed
into service. Retain the original and send a copy within i5 days to the Breath Alcchol Program, DHSS.

INTOX EC/IR II SH - NAME OF AGEXCY DATE OF INSPRCTION
12688 : Lee's Summit Police Dept 06/06/2015
TIME OF INSPECTION

LOCATION OF INITRUMENT (STREET AND CITY)
10 NE Tudor RA Lee's Summit 21:11 CDT

CHECKLIST1 Flace a mark In the box by each item if found to be satisfactory or ig operatlng within
established limits. {Write in observed values where determined}. Unmarked items must be corrected
hafore uaing instrument.

"@DIAGNOBTIC RECORD

BLANK CHECK mcoz CHECK
FC 1 TEMP mFLOW CHECK

IziSRC TEMP EFCB CHECK

DET TEMP @cac COMP CHECK
BT TEMP [RJCRC CAL CHECK

§TD 2 TEMP EPRINT TEST
ETH CHECK

BRBATH AWALYZER ACCURACY BTANDARDS

DSIMULMOR SOLUTION mCOMPRESSED ETHANOL-GAS MIXTURE
JSTANDARD SUPPLIER intoximeters, LOT#  AG313902 EXP, DATE 07/18/201%
SIMULATOR TEMP {34°C +0.2°C} SIMULATOR S/N SIMULATOR EXP DATE

mCALIBRATION CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within +5% of the standard value
and must have a spread of .005 or less, Mark the box corresponding to the standard solution being
used. (PRINTQUT ATTACHED)
0.30% STANDARD - MUST READ BETWEEN 0.095% AND 0,105% INCLUSIVE
0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.04% STANDARD - MUST READ BETWEEN 0,038% AND 0,042% INCLUSIVE

TEST 1 ¥ 0.079 g/210L TEST 2 = 0,079 g/210L TEST 3 v 0.079 g/210L

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

OVER .19 4

REFUSALS 1 0-.04 ] 05-.09 2

LIST MY NEW PARIS ARD DESCRIBE ANY ALTERATICON OR™HODIFICAT L
SATISFACTORILY AND WITHIN HSTABLISHED LIMITS [USE QTHER SIDE IF NECESSARY).

INSPECTING OFFICER. . 1%

NAME

5‘3 %é} O SZ:{ UDZINSKI, JENNIFER
T [T TELETOCURE NUMBER

09/04/2015 { 816 ) 969-7390

RETURN COMPLETEDR REPORT TO THE:
Breath Alcohol Program, Misscuri Department of Health and Senior Services,

Southeast-Bistrictoffiece, 2875 -Fames—Blvd;—Poplar Bluff—MO—6390%

AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION BMPLOYER LAB 163

MO 580-2899
sexrvices provided on a nondiscriminatory basis



Customei-Namie
intoximeters, Inc,
2081 Graig Road -

St. Louls, Mo 63146

Exp. Date’
1602015 -

108 -

'Ph (314) 533-31GD
Fax {314) 533 7328

e

Lat-#'AG_sis'soé_

Comp_onent

Ethahof
lerogen

Cerﬂﬂeation Traceable fo N I S T RGM Ethanol Standards

N grlal No. '
. ) EBOOfoses

B EBGMOS?O,
: EBOO1 0285
EBOD10531
EBOM 063‘!

Analytical Method:

Do doras?

Goncentratfon

3918 ppm

- 259,8 Bpm
. 209,0 ppm

103.7 ppm

_ 62.22 ppm

NDIR"'

byQuaﬂt Cenﬁnl
7,16 14:34:31 -06:

Alrgea USA LLO {lab)

ﬁ agon; Dqgas standard Qerﬁﬂcationo(ambfsis :

" Tegt Date; * 16-0ul-2013

e p——y

- Certffled Congentratlon

© 0,080 40,002 BrAC (218 ppm)

 SerfalNo,

- ‘EE0010659

EB0010403
EB0D105%6

-EB0010562

‘Anaiyst_:

EBOO'I 0573

Balance

' Cogcentrailo
- 492.6'ppity

258, 9 ppt’
2089 ppm
104 % pm
52.94 ppin

“Rod Matsala

ISO 17025:2005 AZLA accredited. Certiftcate Numbior 2989.01
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